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Abstract 

Methods developed for real-time time scale modification (TSM) of speech signal are presented. They are based on 
the non-uniform, speech rate depended SOLA algorithm (Synchronous Overlap and Add). Influence of the 
proposed method on the intelligibility of speech was investigated for two separate groups of listeners, i.e. hearing 
impaired children and elderly listeners. It was shown that for the speech with average rate equal to or higher than 
6.48 vowels/s, all of the proposed methods have statistically significant impact on the improvement of speech 
intelligibility for hearing impaired children with reduced hearing resolution and one of the proposed methods 
significantly improves comprehension of speech in the group of elderly listeners with reduced hearing resolution. 
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Background 

Time scale modification algorithms have been widely 
used for supporting various types of speech perception 
disorders. The main fields of TSM application are: Lan- 
guage Learning Impairment (LLI) [1-3], Second-Language 
Learning [4,5], Central Auditory Processing Disorders 
(CAPD) [6-9], verbal apraxia [10] and aphasia [9]. Despite 
the large number of works that are devoted to the in- 
fluence of the time-expanded speech on several disorders, 
there are still deficiencies in this area. For example verbal 
apraxia and aphasia were only mentioned by Coyle [10] 
and Nejime [8] but evaluation of the TSM methods with 
such a group of subjects was not performed. Serve-to- 
profoundly hearing impaired children were examined by 
Uchanski et al. [11], but in that research, analysis of the 
hearing resolution impairment caused by the CAPD was 
not investigated. 

In this work, three methods for real-time TSM, dedi- 
cated for listeners with hearing resolution deficit are pre- 
sented. Effectiveness of these methods was examined for 
two different age groups of listeners: the hearing 
impaired children and the elderly persons with presby- 
cusis. The latter group was chosen based on the assump- 
tion that main difficulties in speech comprehension in 
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elderly people are associated with central auditory pro- 
cessing aspects of hearing [12,13]. The same hypothesis 
was the principle of speech modification methods pro- 
posed by Nakamura [6] and Nejime [9]. The former was 
selected because of the lack of research results in the 
area of analysis of relationship between the CAPD and 
time-expansion of speech. Uchanski [11] has shown that 
there is no statistically important impact on the speech 
recognition rate for the group of hearing impaired chil- 
dren, but in that research, hearing resolution deficit of 
speech perception (related to the CAPD) was not inves- 
tigated. Therefore, in this paper hearing resolution of 
the listener was analysed in accordance with the time- 
expanded speech intelligibility in order to investigate the 
relationship between the hearing resolution deficit and 
speech intelligibility. We have made a hypothesis that for 
listeners with a reduced hearing resolution, time expan- 
sion of a fast rate speech using the proposed real-time 
TSM methods significantly improves speech perception. 

The proposed TSM methods were designed in such a 
way that they could work in real-time on mobile devices. 
Applications of these methods may be the same as those 
proposed by Nakamura [6] (i.e. stretching the speech dur- 
ing television news), or by Nejime [9] (i.e. a portable de- 
vice with built-in microphone and binaural headphones). 
Moreover, we propose a new application of this method, i.e. 
stretching the speech during the phone call (an algorithm 
implemented on a mobile phone). We used a smartphone 
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as a mobile platform for implementation of the proposed 
methods. Tests of the capabilities of the mobile phone im- 
plementation were performed and the performance results 
were described in earlier papers [14-16]. In this work, in- 
fluence of the proposed methods on the comprehension of 
speech was investigated. 

The outline of the paper is as follows. In Section II, the 
proposed TSM methods are described. In Section III, 
usability of these methods is investigated and the results 
of speech comprehension tests for both listener groups 
are presented. The obtained results are discussed in 
Section IV and concluded in the last part of the paper. 

Methods 

The proposed TSM methods were designed in order to 
modify, in real-time, a speech signal captured by the 
microphone located near the speakers mouth or the 
speech signal sent from a device (e.g. a cellphone, TV 
etc.). Three different TSM methods for the real-time 
speech stretching are proposed: an uniform real-time 
TSM (algorithm A) described by authors in an earlier 
paper [16], and two non-uniform real-time TSMs. One 
of the non-uniform TSMs was described in a conference 
paper (algorithm B) [14], while the second method pro- 
vides a novel solution (algorithm C). 

All the proposed TSM methods are based on the as- 
sumption that the input signal contains redundant infor- 
mation, i.e. silence passages (pauses between words, 
sentences, speeches) and prolonged vowels. These parts 
of the signal may be removed or at least they should not 
be stretched. This approach allows saving extra time in 
which the stretched speech could be presented. 

In addition, as it was postulated by Coyle [10], Chu 
[17] and Demol [18], the non-uniform TSM was used 
for methods B and C, in order to obtain a high-quality 
and natural-sounding stretched speech. Non-uniform 
TSM is performed using various values of scaling factors 
for different speech units i.e. vowels, consonants and 
phone transitions. Scaling factors are chosen in a way 
that preserves the natural prosody, i.e. vowels are 
stretched with higher factors than for consonant, while 
phone transitions remain intact. Depending on the input 
speech rate, the signal is modified with different scaling 
factors. The way in which scaling factors are selected is 
related to the type of TSM method. The procedure of 
factors adjustment is described in the next sections. The 
block diagram of the proposed real-time TSM method is 
shown in Figure 1. 

All of the algorithms used in the content analysis 
block were described in details in earlier papers [14-16], 
thus they will not be discussed here. The content ana- 
lysis consists of: voice activity detection algorithm 
(VAD), vowel detection algorithm, rate of speech (ROS) 
estimation, stutter detection and phone transitions 
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Figure 1 Block diagram of the proposed real-time TSM 
method. 



detection. As the core of the TSM, a SOLA (Synchron- 
ous Overlap and Add) algorithm was used. It was shown 
that this algorithm ensures high quality of the stretched 
speech and low computational complexity [19]. More- 
over, SOLA method uses constant values of the analysis 
time shift and constant length of the analysis time frame. 
This fact allows for integrating the content analysis algo- 
rithms with the TSM procedure in a natural way, i.e. 
every time a frame of the input signal is analyzed in 
order to identify its content. Subsequently, based on 
results provided by the content analysis algorithms, the 
TSM procedure is performed. The parameter determin- 
ing the amount of time-scale modification is called a 
scale factor a(t). It is defined by the equation (1): 



a(t) 



Ss 
Sa 



(i) 



where Sa is the time shift of the frame used during the 
analysis step, Ss is the time shift of the frame used during 
the synthesis step. If the value of a(t) is greater than 1, the 
input signal will be stretched, if a(t) is lower than 1, the 
signal will be shortened; for a(t) equal to 1, the time scale 

Table 1 Values of the scaling factor used in method B 



ROS [vowels/s] 


a 






vowels 


consonants silence phones transients 


>5,16 


a d 


0.8a d 1 1 


<5,16 


0.95a d 


1.1 1 1 
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Figure 2 Example of speech stretched using methods A-C. 



modification will not be performed. Since the TSM will be 
performed only in order to expand the time of the input 
signal, a(t) will take values equal or higher than 1. 

Uniform speech stretching (method A) 

In this method, a speech signal is stretched using con- 
stant values of the scaling factor. Input signal is time- 
extended only when the voice is detected by the VAD 
and vowel prolongation was not observed by the vowels 
detector. Despite the fact that the input signal is non- 
uniformly time scaled (silence and speech passages are 
modified using different stretching factor values), the 
speech signal is modified uniformly (with a single value 
of the stretching factor). The stretching procedure is 
controlled by the a d parameter (representing desired 
scaling factor). The value of a d should be specified (in 
the experiment it was set to a constant value equal to 
1.5). Additionally, elimination of redundancy in the in- 
put signal is performed by replacing intervals of silence 
longer than 200 ms with the time-expanded speech. 

Non-uniform TSM controlled by a scaling factor (method B) 

The second method of time-expansion of speech signals 
is performed using the same principles as in the method 
A, but additionally, the scaling factor values may vary 
depending on the input signal content and the ROS. 
Values of a(t) used in this method are presented in 
Table 1. The symbol a d stands for the value of the scal- 
ing factor specified by the user. The rate of speech is 



estimated based on the analysis of vowels positions. 
Speech with the rate higher than or equal to 5.16 
vowels Is is marked as fast. Selection of this threshold 
was based on the manually labeled utterance rates (slow, 
fast), where the average value and standard deviation of 
ROS obtained from all the recordings in the database, 
were calculated [14]. Whenever the fast spoken speech 
is detected, higher values of a(t) are used, and for speech 
with a normal rate, these values are reduced. Two add- 
itional restrictions were added to ensure that vowels will 
be stretched using values of a(t) not lower than for con- 
sonants: for slow speech, if the calculated value of a{t) is 
lower than 1, it is set to 1, and for fast speech, if the cal- 
culated value of a{t) is lower than 1.1, it is set to 1.1. 
The important is also fact that only not for all silence 
passages a(t) is defined because some of them are 
removed to ensure the synchronization between the in- 
put and output signal. 

Non-uniform TSM controlled by estimated ROS (method C) 

Two methods presented above use the scaling factor as 
the control value of the output speech rate. This is not a 
natural way of specifying the speech rate, since for the 
same values of the scaling factor, the stretched speech 
will have different rates depending on the rate of the 
input speech. Therefore, authors of this paper have pro- 
posed the method in which, as the control value of time- 
expansion, a desired ROS d value is used. The value of 
the ROS d is specified by the user. As a result of speech 
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modification, stretched speech has the rate close to the 
ROSa value. The signal processing procedure applied to 
this method is the same as in the algorithm B, but the 
current value of scaling factor is calculated for every sig- 
nal frame separately, according to equations (2) (3) (4): 



a(t) -At 



a(t) 



(rj - l)At vowe i + At 

ROS(t) 
ROS d 



&vowel{t) — 'OLconsit) 



(2) 



(3) 



(4) 



where a cons (t) is the value of scaling factor for the 
current frame (provided a consonant was detected), a vo _ 
we i(t) is the value of scaling factor for the current frame 
(provided a vowel was detected) , At is the time interval 
used for the ROS estimation (in the experiment, it was 
set to 1.5 s), At vowe i is the duration of the vowel in the 
estimation interval, rj is the ratio between the scaling 
factor used for the vowels and the scaling factor used for 
consonants (in the experiment, it was equal to 1.7). 

Examples of speech stretching obtained using the pro- 
posed methods are shown in Figure 2. In these exam- 
ples, a d was set to 1.5 (for method A and B) and ROSa 
was equal to 3 vowels/s. These values of the scaling fac- 
tor were also used during speech intelligibility tests 
described in Section 3. The choice of a d value was based 
on the results presented by Nejime et al.[7]. He had 
shown that for equal to 1.5, the highest improvement 
in speech comprehension could be achieved. The chosen 
value of ROS d ensures the same ROS expansion as for 
the methods A and B. 

An analysis of Figure 2 shows that the lowest differ- 
ence in the duration of the stretched and the original 
speech is obtained using the method B. The method A 
produces the highest differences in the utterance dur- 
ation. If not much redundancy is found in the input sig- 
nal (using detectors), the signal can be time-expanded 
for a relatively long time and differences between the in- 
put and the output signal can drift towards infinity. To 
prevent such a situation, the TSM procedure is turned 
off after the difference between the input signal and out- 
put signal is higher than At off , and the unmodified 
speech is send to the output. This threshold is exceeded 
much often for the method A than for methods B and C 



and its value can be defined by the user. During the 
experiments, At G ff was set to 3 seconds. 

Results 

Methodology 

Evaluation of the proposed methods of TSM was per- 
formed employing the sentence intelligibility test (SIT). A 
word recognition test was not performed, because as it 
was shown by the Nejime [8], time expansion of speech 
has no impact on the intelligibility of separated words. 

Speech intelligibility test (SIT) 

In case of SIT, 4 different types of speech were examined, 
i.e. the original speech and the speech stretched using 
three proposed TSM methods. As the speech material, 
Polish matrix test (PMT) [20] for elderly listeners and 
pediatric Polish matrix test (PPMT) for children were 
used. Usability of these tests for speech intelligibility mea- 
surements was examined and proved by the authors of the 
mentioned tests [21]. In both matrix tests, each sentence 
has the same grammatical structure. Sentences consist of 
5 words for PMT and 3 words for PPMT. The procedure 
of sentence creation is the same as for the typical matrix 
test designed by Hagerman [22]: the list of words is fixed 
(to 50 words for PMT, and to 48 words for PPMT) and 
sentences are created by a random selection of words 
according to the sentence structure. This approach pro- 
duced 100000 different sentences for PMT and 256 differ- 
ent sentences for PPMT (for more details, see papers 
[20,21,23]). The words necessary for both tests were 
recorded in a voice recording studio by a male speaker. 
All sets of words were recorded in three different average 
rates of speech measured in vowels/s, namely: 2.72, 4.88, 
6.48 for PMT and 3.56, 6.43 and 7.58 for PPMT. Two 
highest rates for PPMT (ROSLan = 7.58 vowels/s, 



ROS^ean = 6.43vowels/s)andPMT(ROS; 



mean 



6.48vowels/s, 



ROS mea n = 4.88 vowels/s) were used as the input signal 
during the experiment. In case of SIT, sentences were 
divided into two separate sets. The first set contained 40 
sentences spoken with the highest speech rate (10 sen- 
tences for one type of algorithm: original, A, B, C), and 
the second set included 40 sentences with the second 
highest speech rate. During the test, each listener had to 
repeat words constituting the sentences. The word error 
rate (WER), as well as average improvement in speech in- 
telligibility were measured. For WER calculation, the per- 
centage of words repeated incorrectly was used, while the 



Table 2 TCST results obtained for the hearing impaired children and the elderly listeners 



Listeners 


TCT 50 [vowels/s] 








Average value 


Standard deviation 


95% confidence interval 


Hearing impaired children 


6.33 


1.21 


5.7/6.96 


Elderly listeners 


4.81 


1.59 


3.99/5.63 
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Figure 3 TCT 50 thresholds for the hearing impaired children and the elderly listeners. 



improvement of speech intelligibility, obtained for the pro- 
posed methods, was calculated as a difference between the 
WERs for the original and for the time-expanded speech. 

Time compressed speech test (TCST) 

Additionally, each listener performed a time-compressed 
speech test (TCST) in order to obtain their individual 
50% time-compressed speech threshold (TCT 50 ) defined 
by Versfeld [24], as the alternative of SRT 50 (Speech Re- 
ception Threshold) [23]. Speech material in this test was 
the same as in the SIT test. Since the rate of speech is 
artificially increased during the TCST, the average ROS 
of the input speech should be as low as possible to en- 
sure a wide range of ROS values. Therefore, the average 
ROS of the input speech used for the test was equal to 
3.56 vowels/s for the PPMT and 2.72 vowels/s for the 
PMT. It was observed that the chosen values of speech 
rate are perceived as a slow one. Originally, the TCT 50 
value represented a threshold, defined in syllables/s, for 
which 50% of the sentences in the test were correctly 



recognized by the listener. In our research, we have used 
a speech rate expressed as number of vowels/s. Thus, 
the speech rate defined by us is the derivation of the 
number of syllables/s. 

The main difference between the test proposed by Vers- 
feld [24] and a standard time-compressed speech test [25] 
is that in the standard test, its output provides the value of 
stretching factor which is independent from the rate of 
the input speech. Consequently, the results of this test for 
different speech materials cannot be compared with each 
other and they do not provide information about the ROS 
which is suitable for the listener. In turn, the results of the 
test proposed by Versfeld provide this kind of information, 
so it can be directly linked with intelligibility of time- 
expanded speech. The procedure related to the TCST test 
proposed by the Versfeld is as follows: 

• each listener has to repeat 13 sentences 

• the scaling factor is modified for each sentence 
according to the rules: 



Table 3 Results of hearing tests obtained for the hearing impaired children with reduced hearing resolution threshold 
(TCT50 < 5.71 vowels/s) 



No 


Age 


Hearing thresholds [dB HL] 


TCT50 [vowels/s] 


WER [%] ROS^ean 


WER [%] ROSL an 


1 (CI) 


9 


85 + 


5.04 


23.33 


58.33 


2 (CI) 


9 


95 + 


5.34 


26.67 


53.33 


3 (CI) 


14 


100 + 


5.01 


36.67 


66.67 


4 (HA) 


12 


68.75* 


4.53 


0 


62.50 


5 (HA) 


12 


65* 


5.39 


13.33 


66.67 


6 (HA) 


6 


33.75* 


5.66 


6.67 


29.17 


average value 


10.33 


74.58 


5.16 


17.78 


56.11 


standard deviation 


2.87 


24,35 


0.39 


13.61 


14.16 



Meaning of the symbols near the results of hearing threshold is as follows: *- tonal audiometry results; t- ABR results. 
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Table 4 Results of hearing tests obtained for the hearing impaired children with normal hearing resolution threshold 
(TCT 50 >5.71 vowels/s) 



No 


Age 


Hearing thresholds [dB HL] 


TCT 50 [vowels/s] 


WER [%] ROS^ean 


WER [%] ROSL an 


1 (CI) 


14 


100 + 


5.92 


10.00 


20.83 


2 (CI) 


14 


90 + 


5.84 


3.33 


62.50 


3 (CI) 


8 


100 + 


6.54 


23.33 


58.33 


4 (CI) 


6 


110 + 


6.56 


6.67 


41.67 


5 (HA) 


14 


86.25* 


6.10 


23.33 


37.50 


6 (CI) 


4 


85 + 


7.61 


10.00 


37.50 


7 (CI) 


12 


105 + 


6.57 


13.33 


20.83 


8(HA) 


4 


35* 


7.39 


23.33 


70.83 


9 (HA) 


6 


26.25* 


8.51 


0 


16.67 


10 (HA) 


7 


44.37* 


8.85 


33.33 


45.83 


1 1 (HA) 


8 


55* 


6.85 


3.33 


29.17 


average value 


8.82 


76.08 


6.98 


13.63 


40.15 


standard deviation 


3.97 


30.21 


1.01 


10.69 


17.99 



Meaning of the symbols near the results of hearing threshold is as follows: *- tonal audiometry results; t- ABR results. 



• if all words in the last sentence were repeated 
correctly, the value of scaling factor increases, 

• otherwise the value of scaling factor decreases. 

• TCT50 is calculated as a geometric average of the 
last 10 average rates of the sentences. 

Groups of listeners 

For the elderly listeners, a tonal audiometry was per- 
formed in order to obtain their hearing level threshold. 
Listeners were using binaural headphones during the 
TCST and SIT and the signal level was set to a comfort- 
able value. Each listener was asked at the beginning of 



test if the speech level is appropriate for them and if not, 
the level was adjusted. All listeners with hearing aids 
(HA) and cochlear implants (CI) were using their 
devices during the experiment. 

The group of elderly people was examined during one 
session which lasted about 40 minutes. Tests for children 
were conducted in two separate sessions, because it was dif- 
ficult for them to concentrate on the test for so long. Exam- 
ination of children was divided into part one: TCST and 
SIT performed for the input speech with the average ROS 
equal to ROSmean (this part lasted about 20 minutes); and 
part two: SIT performed for the input speech with the aver- 
age ROS equal to ROS^ean (this part lasted about 12 min- 
utes). The hearing thresholds were provided by the 
audiologist who performed this examination earlier. 
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Figure 4 Relationship between TCT 50 and WER for hearing impaired children. 
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Figure 5 Average improvement in WER for the input speech with average rate equal to ROS™ 



In both groups of listeners, 17 volunteers were investi- 
gated. The average age of hearing impaired children was 
9.35 years (9 females, 8 males), whereas the average age 
of elderly listeners was 80.76 years (11 females, 6 males). 

Experiments 

The results obtained for both groups of listeners were 
analyzed in order to verify a hypothesis that for listeners 
with a low value of TCT 50 , time expansion of speech sig- 
nificantly improves the speech perception. At the begin- 
ning, the results of TCST were analyzed in order to 
divide listeners (the hearing impaired children, the eld- 
erly listeners) into subgroups containing listeners with 
the normal and the reduced hearing resolution. In 
Table 2, results obtained during the TCST are presented. 
It can be seen that, for the group of elderly listeners, the 



average value of TCT 50 (4.81 vowels/s) is lower than for 
the hearing impaired children. The difference is mainly 
related to the differences occurring in the input speech 
material. For the children, three-word sentences were 
used during the experiment (PPMT) while for the adults, 
five-words sentences were used (PMT). Longer sen- 
tences are more difficult to remember and repeat. 
Therefore, authors have assumed that the reason of the 
differences is associated with the length of sentences. 

Both groups of listeners were divided into subgroups 
based on Versfelds assumptions [24], i.e. if a person has 
TCT 50 value lower than the 95% confidence interval 
value, then his hearing resolution is reduced. Two 
TCT 50 thresholds were used. For the group of hearing 
impaired children, TCT 50 threshold was equal to 5.71 
vowels/s and for the elderly listeners it was 3.99 vowels/ 
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Figure 6 Average improvement in WER for the input speech with average rate equal to ROSm ean . 
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Figure 7 Relationship between the TCT 50 values and the improvement in speech comprehension obtained for the subgroup of 
children with low hearing resolution. 



s. In Figure 3, average values of TCT 50 calculated for all 
subgroups of listeners are presented. The subgroups of 
hearing impaired children and elderly people with the 
reduced hearing resolution contained 6 listeners and in 
the subgroups of listeners with the normal hearing reso- 
lution, 11 hearing impaired children and 11 elderly 
people were included. 

Analysis of the SIT was performed separately for the 
group of the hearing impaired children and the elderly 
listeners. Statistical importance of the differences be- 
tween mean values of the WER obtained for the original 
speech and the modified one was examined using an 
one-way repeated measures ANOVA (RM ANOVA) test 
and the Friedman's test. For all analyses, a normal distri- 
bution of data was checked using the Shapiro-Wilk test 
and the hypothesis of the sphericity was verified using 
the Mauchly's test. The RM ANOVA test was performed 
only when both assumptions (normal distribution and 
sphericity) were met, otherwise the non-parametric 
Friedman test was used. For all tests, the significance 
level equal to 0.05 was assumed. 

Hearing impaired children 

The hearing impaired children group contained 9 chil- 
dren with CI and 8 children with HA. The results of 
hearing tests obtained for this group of listeners were 
presented in Table 3 and Table 4. The hearing threshold 



for the group of children with HA was assessed using 
the tonal audiometry, and for the group of children with 
CI - using the ABR (Auditory Brainstem Response) test. 
Additionally, detailed results of the test are presented in 
Appendix A. 

It can be seen that WER obtained for the speech spoken 
with the average ROS equal to ROSmean is much lower than 
for the average ROSmean- This relation is valid for both sub- 
groups of the hearing impaired children (the normal and 
the reduced hearing resolution). It may be related to the 
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TCT 50 [vowels/s] 

Figure 8 Relationship between the TCT 50 values and the 
improvement in speech comprehension obtained for the 
subgroup of children with normal hearing resolution. 
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Table 5 Results of hearing tests obtained for the elderly listeners with normal hearing resolution threshold 
(TCT 50 < 3.99 vowels/s) 



No 


Age 


Mean audiometric hearing thresholds [dB HL] 


TCT50 [vowels/s] 


WER [%] ROSL an 


WER [%] ROSL at 


1 


83 


56.87 


3.22 


22 


28 


2 


87 


68.75 


3.08 


34 


28 


3 


85 


63.75 


3.50 


48 


54 


4 


91 


70 


2.93 


56 


78 


5(HA) 


89 


73.75 


3.73 


22 


66 


6 


86 


55.62 


3.23 


8 


54 


average value 


86.83 


64.79 


3.28 


31.67 


51.33 


standard deviation 


2.86 


7.36 


0.29 


17.95 


20.15 



fact that the ROSmean value (6.43 vowels/s) is close to the 
average values of the TCT 50 obtained for both subgroups of 
the hearing impaired children (the subgroup with reduced 
hearing resolution (i(TCT 50 ) = 5.16 vowels/s and the sub- 
group with normal |i(TCT50) = 6.98 vowels/s). Further- 
more, the ROSmean value (7.48 vowels/s) is higher than the 
average values of the TCT 50 achieved in both subgroups of 
children. It should be also pointed out that the average 
WER obtained in two subgroups for the speech spoken 
with the ROS equal to ROSmean is similarly high (56.11% 
for TCT 50 <5.71; 40.15% for TCT 50 >5.71) and for the 
ROS equal to ROSmea™ it is comparatively small (17.78%, 
13.63%, respectively). Based on these observations, the fol- 
lowing conclusion can be made: the hearing impaired chil- 
dren in both subgroups had comparable problems with 
comprehension of the unmodified speech. 

In order to verify if there is a correlation between 
the TCT50 and WER, a relationship between values of 



these measures are presented in Figure 4. The triangles 
represent test results obtained for the subgroup of 
hearing impaired children with the normal hearing 
resolution, and the squares indicate results for the sub- 
group of hearing impaired children with the reduced hea- 
ring resolution. The solid line shows the linear regression 
calculated for all hearing impaired children. The cor- 
relation coefficient between TCT 50 and WER calculated 
for the subgroups of normal/reduced hearing resolution 
and for the whole group of hearing impaired children 
were: -0.09, -0.62, and -0.41, respectively. It can be seen 
that only for the subgroup of hearing impaired children 
with reduced hearing resolution, linear correlation is no- 
ticeable. Negative correlation value reflects the reverse re- 
lation. Therefore, the following conclusion can be made: 
the lower TCT 50 was achieved in TCST, the higher WER 
value will be obtained in the SIT test for the high rate un- 
modified speech. 



Table 6 Results of hearing tests obtained for the elderly listeners with normal hearing resolution threshold 
(TCT50 > 3.99 vowels/s) 



No 


Age 


Mean audiometric hearing thresholds [dB HL] 


TCT50 [vowels/s] 


WER [%] ROSL an 


WER [%] ROSL an 


1 (HA) 


86 


58.75 


4.25 


10 


14 


2 (HA) 


77 


38.75 


5.39 


10 


20 


3 


82 


66.25 


4.17 


8 


28 


4 


74 


30.62 


6.52 


8 


18 


5 


83 


23.12 


5.02 


10 


22 


6 


76 


40 


4.23 


8 


10 


7 


89 


45.62 


6.38 


6 


12 


8 


76 


28.75 


7.26 


0 


0 


9 


81 


42.5 


4.41 


4 


6 


10 


64 


22.5 


8.12 


0 


0 


11 


64 


18.12 


6.38 


4 


6 


average value 


77.45 


37.73 


5.65 


6.18 


12.36 


standard deviation 


8.05 


15.19 


1.37 


3.73 


9.07 
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The influence of the proposed TSM methods on speech 
intelligibility was analyzed separately for two subgroups. 
The average values of intelligibility improvements are pre- 
sented in Figure 5 (for the input speech spoken with the 
average rate of ROSmean) and in Figure 6 (for the input 
speech spoken with the average rate of ROSmean)- 

A significant improvement in the intelligibility can be 
mostly seen for the input speech spoken with average 
ROS equals to ROSmean (Figure 5) and speech modifica- 
tion algorithms A and C (from 6.43% for the children 
with normal hearing resolution and algorithm C to 
27.63% for the algorithm A and children with the re- 
duced hearing resolution). For the speech modified using 



the algorithm B, only the subgroup of children with 
reduced hearing resolution shows high improvement in 
speech intelligibility (27.77%). 

To verify if the differences of the average WER values 
are statistically important, appropriate analyses were per- 
formed (separately for the input speech of ROSmean and 
ROSmean)- For the input ROS equal to ROSmean> the 
results of SIT obtained by the subgroup of children with 
TCT 50 < 5.71 vowels/s did not show the normal distribu- 
tion. Therefore, for these data, Friedman's non- 
parametric test was applied. The statistic value of the 
test was equal to x 2 (3) = 113.5. Since the number of lis- 
teners in this subgroup was low (6 persons), in order to 
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Figure 1 1 Average improvement in WER for input speech with average rate equal to ROSi 



mean' 



increase the reliability of the result, the p-value was not 
calculated but the test statistic value was compared with 
the suitable critical value read from the tables (x 2 (3) cv - 
76). Hence, the critical test value is lower than the 
obtained Friedman's statistic value, the differences be- 
tween the WERs obtained for the unmodified speech 
and the speech modified using algorithm A-C are statis- 
tically important. In order to check which algorithm 
causes this situation, a post hoc non-parametric test 
equivalent to the Least Significant Difference Fishers 
test was performed. For the pairs of unmodified speech 
and speech modified using algorithms from A to C, the 
following statistical values were obtained: 12.5 (A), 13.5 
(B), and 8.0 (C). These results were compared with the 
critical value equal to 6.2. Since all the statistics values 
were higher than the critical value for all the propo- 
sed algorithms, differences between the WER obtained 
for the unmodified and modified speech are statistically 
important. 

For the same speech rate and the subgroup of children 
with TCT 50 > 5.71 vowels/s, the normal distribution was 
confirmed (for all algorithms) and the assumption of 
sphericity was met. For these reasons, RM ANOVA 
was calculated for these data. The following results 
were obtained: F(3,30) = 3.44 and p = 0.03. Since the 
achieved p value is lower than the assumed signifi- 
cance level in at least one pair, the differences bet- 
ween average values of WER are statistically important. 
Additionally, the post hoc LSD test shows that only 
differences in average WER between the pairs original- 
method A (t(10) = -2.83; p = 0.02) and method A- method 
B' (t(10) = 2.54); p = 0.03) are statistically important. This 
results shows that for the subgroup of hearing impaired 
children with the normal hearing resolution, method A 



gives statistically important improvement of in speech 
intelligibility. 

Additionally, the correlation coefficient was calcu- 
lated to validate if there is a linear relationship between 
the TCT 50 for the subgroup of hearing impaired chil- 
dren with the reduced hearing resolutions and the 
improvement in speech ineligibility for the time-expanded 
speech while using methods A-C, as well as for the sub- 
group of hearing impaired children with normal hearing 
resolution and the improvement in speech ineligibility 
for the time-expanded speech while using method A. 
The correlation coefficient obtained for the first sub- 
group for methods A-C were equal to -0.59 (A), -0.16(B), 
and 0.08 (C). Only for the method A there is a signi- 
ficant linear correlation between these values. For the 
second subgroup and the method A, the correlation 
coefficient was equal to 0.07. Therefore, there is no 
linear correlation between these values. In Figure 7 
and in Figure 8, these relationships are presented and 
the linear regression curve was added to illustrate the 
correlation values. 

In case of the speech spoken with ROSm ean , improve- 
ment in speech ineligibility was observed only for the 
subgroup of children with reduced hearing resolution 
and methods A-B (3.89% and 3.34%, respectively) and 
for the subgroup of children with normal hearing reso- 
lution and method C (3.94%). In other cases, a slight 
decrease in WER was observed (from -5.55% to -0.3%). 
For the subgroup of children with reduced hearing reso- 
lution, RM ANOVA was calculated (data had normal 
distribution and assumption of sphericity was met). The 
results of the test show that there are no statistically 
important differences in WER between the analysed 
methods (F(3,15) = 1.51; p = 0.25). For the subgroup of 
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children with normal hearing resolution, the Friedman's 
test was performed (data were not normally distribu- 
ted) and there was no statistically important difference 
in WER between the methods (x 2 (3) = 030; p = 0.82). There- 
fore, none of the proposed methods affect the intelligibility 
of speech spoken with ROS equal to ROS^ean- 

Elderly listeners 

The results of hearing tests performed for the group of 
elderly listeners are presented in Table 5 and Table 6 
(detailed results of the test are presented in Appendix 
B.). Three subjects in this group were wearing hearing 
aid during the TCST and SIT tests. Similarly to the 
group of hearing impaired children, WER for the speech 
spoken with higher rate (ROSmean = 6.48 vowels/s) is 
higher than for the speech spoken with the lower rate 
(ROSmean = 4.88 vowels/s). However, for this group of lis- 
teners, the differences in WER between the subgroups 
of listeners with normal and reduced hearing resolution 
are significant (normal: 12.36%, 6.18%; reduced hearing 
resolution: 51.33%, 31.67%). 

Based on the obtained results, it was investigated if 
there is a linear correlation between the TCT 50 and 
WER. In Figure 9, a relationship between TCT 50 and 
WER was presented. The triangles represent the re- 
sults obtained by the subgroup of elderly listeners with 
normal hearing resolution and the squares - the re- 
sults achieved by the subgroup of subjects with re- 
duced hearing resolution. The solid line shows the 
linear regression calculated for all elderly listeners. 
The Pearson correlation coefficients calculated for both 
subgroups (normal/reduced hearing resolution) and for 
all elderly subjects were equal to: -0.71, 0.12 and 
-0.58, respectively. Only for the subgroup of subjects 
with normal hearing resolution, the linear correlation 
could be found. 

Influence of the proposed time-expansion method was 
analysed separately for two different input speech rates 
(ROSmean an d ROS^ean) an d for two subgroups (reduced/ 
normal hearing resolution). In Figure 10 and Figure 11, 
the average improvement in speech intelligibility obtained 
by those subgroups of listeners are presented. The highest 
improvement could be observed for the listeners with 
reduced hearing resolution. For these subjects, the trend is 
noticeable for two speech rates (for ROSm ean: improve- 
ment from 14.66% to 20% and for ROSLan: from 6% to 
11.66%). For the subgroups of listeners with reduced hea- 
ring resolution, a small improvement was observed only 
for speech spoken with the ROS equal to ROSmean (from 
2.18% to 5.09%) and for the subgroup of subjects with 
normal hearing resolution, the improvement is negligible 



(from -0,72% to 0,54%). For the speech spoken with the 
ROS equal to ROSmean in the subgroup of listeners with the 
reduced hearing resolution, both conditions of the RM 
ANOVA test were met. The test results prove that there 
are statistically important differences in WER between the 
proposed methods (F(3,15) = 4.36, p = 0.021). The post hoc 
LSD test indicates that these differences are significant only 
for the method B (t(5) = -2.68, p = 0.043). For the subgroup 
of listeners with normal hearing resolution, the RM 
ANOVA test did not confirm that the differences between 
WER values are statistically important (F(3,30) = 1.25, 
p = 0.3). For the speech spoken with ROS equal to ROSmean> 
and for both subgroups of elderly listeners, the RM 
ANOVA test shows that the differences between the 
obtained WER values are not statistically important 
(F(3,15) = 2.62, p = 0.089; F(3,30) = 0.48, p = 0.69). 

Since the observed improvement in speech compre- 
hension was statistically important only for the method 
B, a relationship between the TCT 50 and the intelli- 
gibility improvement was analysed only for these data. 
In Figure 12, this relationship is presented. The calcu- 
lated Pearson correlation coefficient was equal to 0.58 
and its positive value indicates that the improvement in 
speech comprehension (provided by the method B) is 
higher when the hearing resolution of listener increases. 
This observation is surprising because the inverse re- 
lationship was expected (the higher hearing resolution, 
the lower improvement of speech comprehension). This 
phenomenon may be caused by the fact that in the 
group of elderly listeners with reduced hearing resolu- 
tion, only one subject was using HA and the hearing 
losses of all the listeners in this subgroup were also 
significant (see Table 5). Consequently, two hearing im- 
pairments overlap here and cause the difficulties in speech 
comprehension. 

Discussion 

The speech intelligibility test performed in two groups 
of listeners (the hearing impaired children and the el- 
derly listeners) have shown that there are differences 
in speech comprehension in case of time scale modi- 
fied speech in comparison to the original one. These 
differences are significant only if a very fast speech is 
used as the input signal for the test (ROSmean, ROSmean)- 
For the hearing impaired children with reduced hearing 
resolution, all the proposed methods gave statistically 
important improvement. For the group of elderly lis- 
teners, only the method B produces statistically im- 
portant improvement of speech comprehension. The 
importance of this improvement was proved in the 
group of listeners with very low hearing resolution 
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(TCT 50 <3.99 vowels/s). These results are similar to 
those presented by Nejime et al [9], who verified their 
method for listeners with reduced hearing resolution 
(measured using RGDT - Random Gap Detection Test). 
Nejime et al showed the importance of speech modi- 
fication using their method, which stretches only the 
high energy parts of speech. Nejime did not found a 
clear relationship between the hearing impairment or 
hearing resolution and the results of WER. This re- 
lationship was shown in our research. First, for the 
subgroup of hearing impaired children with reduced 
hearing resolution, a significant correlation between 
TCT 50 and WER was observed. Second, a not so high 
but significant correlation was found for the relation 
between TCT 50 and the improvement (in subgroups 
with deficit in hearing resolution) of intelligibility of 
speech stretched using the method B for elderly lis- 
teners and the method A for the hearing impaired 
children. 

For the speech spoken with lower rates (ROSmean> 
ROSmean)> the obtained results are consistent with 
those presented by Uchanski et al. [11]. There are 
no statistically important differences in speech intel- 
ligibility between the original speech and the time- 
expanded one. 



Conclusions 

Three methods for real-time speech stretching were pro- 
posed and verified experimentally. It was proved that the 
method B significantly improves speech comprehension 
in hearing impaired children, as well as in elderly people 
with deficit in the hearing resolution. In turn, the pro- 
posed non-uniform real-time speech stretching method 
A brings satisfying results not only for the hearing 
impaired children with low value of TCT 50 , but also for 
children with normal hearing resolution. The presented 
results are in a good accordance with the state-of-the-art 
results and extend them with the introduction of ana- 
lysis of the impact of the input speech rate on the rela- 
tion between the TSM and speech intelligibility. Another 
novelty is the usage of TCT 50 as a measure of the 
hearing resolution deficit. It was shown that this par- 
ameter correlates with the improvement achieved by 
employing time-expanded speech. 

Appendix A 

In Figures 12 and 13 results of the audiometric test 
obtained for the group of hearing impaired children 
were presented. In Figure 14 and 15 average WER 
achieved by this group of liseteners for the input speech 
with ROS equal to ROSmean and ROSmean was shown. 
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Figure 12 Audiometric test results for the group of hearing impaired children with reduced hearing resolution. 
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Figure 13 Audiometric test results for the group of hearing impaired children with normal hearing resolution. 
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Figure 15 Average WER achieved by the hearing impaired children for input speech with ROS equal to ROS^ 



Appendix B 

In Figure 16 and 17 results of the audiometric test ob- 
tained for the group of elderly listeners were presented. 



In Figure 18 and 19 average WER achieved by this 
group of listeners for the input speech with ROS equal 
to ROSmean and ROSmean was shown. 
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Figure 16 Audiometric test results for the group of elderly listeners with reduced hearing resolution. 
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Figure 17 Audiometric test results for the group of elderly listeners with reduced hearing resolution. 
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